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Health and Safety Information
Read all of the instructions in this booklet - including all the WARNINGS and CAUTIONS 
- before using this product. If there is any instruction which you do not understand, DO 
NOT USE THE PRODUCT.

Safety Signs
WARNING
Indicates a potentially hazardous situation which, if not avoided, could result in death or 
personal injury.

CAUTION
Indicates a potentially hazardous situation which, if not avoided, could result in minor or 
moderate injury to the user or users, or result in damage to the product or to property.

NOTE
Indicates a potentially hazardous situation which, if not avoided, could result in damage or the loss of 
data.

Signs and Symbols used on equipment and Documentation

Caution, risk of electric shock.

Caution, attention to possibility of risk of damage to the product, process or surroundings. Refer 
to instruction manual.

Caution, hot surface.

Protective Conductor Terminal.

Observe precautions for handling electrostatic discharge sensitive devices.

Equipment Operation
Use of this instrument in a manner not specified by Land Instruments International may be hazardous. 
Read and understand the user documentation supplied before installing and operating the equipment.
The safety of any system incorporating this equipment is the responsibility of the assembler.

Protective Clothing, Face and Eye Protection
It is possible that this equipment is to be installed on, or near to, machinery or equipment operating at 
high temperatures and high pressures. Suitable protective clothing, along with face and eye protection 
must be worn. Refer to the health and safety guidelines for the machinery/equipment before installing 
this product. If in doubt, contact Land Instruments International.

Electrical Power Supply
Before working on the electrical connections, all of the electrical power lines to the equipment must 
be isolated. All the electrical cables and signal cables must be connected exactly as indicated in these 
operating instructions. If in doubt, contact Land Instruments International.

Storage
The instrument should be stored in its packaging, in a dry sheltered area.

Unpacking
Check all packages for external signs of damage. Check the contents against the packing note.

Lifting Instructions
Where items are too heavy to be lifted manually, use suitably rated lifting equipment. Refer to the 
Technical Specification for weights. All lifting should be done as stated in local regulations.

IMPORTANT INFORMATION - PLEASE READ
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UK - Dronfield
Land Instruments International
Tel:       +44 (0) 1246 417691
Email:   land.enquiry@ametek.com
Web:     www.landinst.com

USA - Pittsburgh
AMETEK Land, Inc.
Tel:      +1 412 826 4444
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China
AMETEK Land China Service 
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our websites.

Return of Damaged Goods
IMPORTANT If any item has been damaged in transit, this should be reported to the carrier and to the 
supplier immediately. Damage caused in transit is the responsibility of the carrier not the supplier.
DO NOT RETURN a damaged instrument to the sender as the carrier will not then consider a claim. Save 
the packing with the damaged article for inspection by the carrier.

Return of Goods for Repair
If you need to return goods for repair please contact our Customer Service Department. They will be able 
to advise you on the correct returns procedure.
Any item returned to Land Instruments International should be adequately packaged to prevent damage 
during transit.
You must include a written report of the problem together with your own name and contact information, 
address, telephone number, email address etc.

Design and Manufacturing Standards
The Quality Management System of Land Instruments International is approved to BS EN ISO 9001 for 
the design, manufacture and on-site servicing of combustion, environmental monitoring and non-contact 
temperature measuring instrumentation. 

Approvals apply in the USA

Operation of radio transmitters, telephones or other electrical/electronic devices in close proximity 
to the equipment while the enclosure doors of the instrument or its peripherals are open, may cause 
interference and possible failure where the radiated emissions exceed the EMC directive.
 
The protection provided by this product may be invalidated if alterations or additions are made to the 
structural, electrical, mechanical or pneumatic parts of this system. Such changes may also invalidate the 
standard terms of warranty.

Copyright
This manual is provided as an aid to owners of Land Instruments International’s products and contains 
information proprietary to Land Instruments International. This manual may not, in whole or part, be 
copied, or reproduced without the expressed written consent of Land Instruments International Ltd.

Copyright © 2016 Land Instruments International.
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Fig. 1 - GST Thermometer with LMG GS Signal Processor
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1	 Introduction

1.1	 About This Guide
This guide gives the necessary information required to safely operate 
the Land GST Thermometer. Basic information regarding installation and 
mountings can be found in the GST Installation Guide. Where reference is 
made to a system processor, further information can be found in the LMG GS 
processor User Guide.

The equipment detailed in this User Guide and any associated guides must be 
used, maintained and serviced by suitably trained personnel, capable of safely 
following the procedures and guidelines given in these instructions.

1.2	 About The GST Thermometer
The Galvanneal Strip Thermometer (GST) is specifically intended for use on 
wide, flat metallic surfaces which exhibit a large variation in emissivity, from 
very low (<0.2), to high (>0.7), as occurs during the galvanneal process. 
The thermometer is designed to be used in conjunction with the LMG GS 
Processor from which it derives the nominal ±20V d.c. power supply required 
by the integral electronic circuits.

The thermometer is housed in a rectangular-format body, with an optical 
system at one end and an electrical connector at the other.

The optical system focuses infrared energy, radiated from the target surface, 
onto a detector via a chopping system. The composite signal from the 
detector is amplified and separated to provide two d.c. signals, each an 
electrical analog of the target surface temperature.

The actual target temperature is computed from these two signals by means 
of a special algorithm within the LMG GS processor.

An air purge, protective jacket and backcap assembly are all recommended 
for use where the thermometer is to be installed into hostile environments.

1.3	 Unpacking The Thermometer
It is important to fully check all equipment with which you have been 
supplied.

The packaging should contain the following items:

• GST Thermometer Installation Guide
• GST Thermometer User Guide
• GST Thermometer fitted with protective lens cap
It is recommended that the protective lens cap is kept attached until 
thermometer installation is fully complete.
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1.4	 Nomenclature
The thermometer detail label is situated on the rear face, below the blanking 
disk. Make a note of the Instrument type, thermometer serial number and the 
H6 and H7 values from this detail label as this information will be required 
when configuring the thermometer to the LMG GS processor. Enter the 
information in the spaces below:

Instrument Type:

Serial Number:

H6 Value: 		  2.

H7 Value: 		  2.
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2	 Specifications
Thermometer type: 	 GST

Measurement range: 	 300 to 600°C

	 600 to 1100°F

Response time: 	 1 sec to 98%

Resolution: 	 2°C/4°F

Minimum target diameter: 	 See Section 3.2

Focus: 	 Infinity

Ambient temperature range:

Specified: 	 5 to 45°C/41 to 113°F

Operating: 	 0 to 50°C/32 to 122°F

System outputs

Temperature indication: 	 0 to 20 mA or 4 to 20 mA 
Nominal load resistance 500 ohms, maximum load 
including wiring 600 ohms

Surface emissivity indication: 	0 to 20 mA covering emissivity range 0.00 to 1.00 
Nominal load resistance 500 ohms, maximum load 
including wiring 600 ohms

	 Alarm relays (contact rating 50V a.c./d.c. at 0.5A 
maximum)

Output update time: 	 30ms

Sealing: 	 IP65

Vibration: 	 3G any axis, 10 to 300 Hz

CE: 	 EN 50-08-2 (immunity)

	 EN 50-08-1 (emissions)

	 IEC 1010 (electrical safety)

Processor type: 	 LMG GS

I/O card type: 	 GST I/O Card

Note

Due to manufacturing tolerances in the spectral waveband filters, some 
variation of output will be seen for different units at any given temperature.
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3	 Installing the Thermometer
This section contains similar information to the GST Installation Guide.

If the thermometer is to be used in conjunction with a protection jacket and 
air purge (recommended), cross-refer to the Installation Guides provided with 
those accessories.

Allow 480mm/19.0in. for sighting access80mm/3.2in

11
4m

m
/4

.5
in

Mounting Pad: 2 holes, ¼in BSW,
7mm/0.3in deep on 25mm/0.98in centres

Fig. 1  GST Thermometer Installation Dimensions

3.1	 Problems and Solutions Associated With Measurement
1)	 Due to the high surface reflectivity that is encountered on freshly coated 

steel strip, the instrument may easily detect additional radiation by 
reflection, from daylight, or other hot sources which will give rise to 
substantial errors. This can usually be eliminated by the provision of 
simple, lightweight panels, suitably placed to interrupt the unwanted 
incident beams.

2)	 Near to furnaces which are incandescent (e.g. gas fired) it is 
recommended that a cooled-end flange sighting tube is used to view 
the strip, to avoid the detection of unwanted radiation from the furnace 
by reflection from the surface. Further advice or assistance with this 
problem can be obtained from AMETEK Land.

3)	 If, due to uneven heating or coating, very rapid and large emissivity 
fluctuations occur, this will give rise to increased noise on the processor 
display. Under such circumstances a small additional time constant (e.g. 
1 sec) should be employed, by using the time averager function on the 
processor.
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3.2	 Target Sizes
The GST thermometer is said to be focussed at infinity.

The target size (d) may be calculated for any known distance (D) from the 
front of the thermometer by using the following formula:

Target Size (d) = D/30 + 30(mm) or D/30 + 1.2(in)

A table of examples is given below.

Distance from Thermometer (D) Target Spot Diameter (d)
(mm) (in) (mm) (in)

0 0 30 1.2
500 20 47 1.9
1000 39 63 2.5
2000 78 97 3.8
5000 197 197 7.8

Fig. 2  Target Size Calculations
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4	 Thermometer Operation

4.1	 Positioning the Thermometer
A position should be chosen for the GST thermometer that is accessible for 
servicing and not unnecessarily exposed to heat, fumes, water spray etc. The 
optical path between the thermometer and strip surface must be absolutely 
free from any mechanical intrusion and as far as possible free from any 
smoke, steam or water spray.

The thermometer should be sited at least 1 metre away from the strip 
(even with water cooling) and as near as possible to the strip centre line. 
Furthermore, the axis of the instrument should be as near perpendicular to 
the strip surface as possible, though angles of a few degrees will not cause 
any significant errors.

Users are advised to read the Application Notes prior to positioning a 
thermometer.

Caution

Never leave the thermometer in its protection jacket or the jacket 
on its own in a hot location without ensuring that the cooling air 
or water supply is turned on.

Note

The thermometer is sensitive to light reflections, especially those from 
daylight and high pressure, sodium vapour lamps. It is essential, in 
order to obtain good results from this system, that such effects are 
minimised by operating the thermometer in a shaded area and with as 
much screening as possible.
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4.2	 Electrical Connections
The electrical connections for the thermometer power supply and temperature 
outputs are made via the 8-way socket on the rear of the thermometer.

Fig. 3  Location of 8-way Electrical Connection Socket

NOTE

Cable lengths - The maximum overall resistance of the cable used to 
connect the thermometer to the processor is 20 ohms. The commonly 
used cable is 7 x 0.2mm core, which is rated at 92 ohms per km thus 
allowing a maximum cable length of 217 metres (i.e. 20/92 x 1000 
m). This is the maximum total cable length. Therefore we recommend 
a maximum cable length of 200 metres, including any junction boxes: 
 
e.g. Thermometer > 150m cable > Junction box > 50m cable > Processor

Electrical connections to the GST thermometer must be made through the 
prewired plug supplied with the thermometer or through the plug housed in 
the protective jacket back cap.

To connect either plug type to the thermometer socket:

•	 Align the red marker near the lugs of the plug with the red marker 
located above the keyway in the thermometer socket.

•	 Push the plug into the socket, ensuring that the locking sleeve slides 
forwards, locking the plug to the socket.

To disconnect either plug type from the thermometer socket:

•	 Grip the locking sleeve portion of the plug.
•	 Slide the locking sleeve rearwards to release the locking mechanism and 

disconnect the plug from the thermometer socket.
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Fig. 4  Connection of an 8-way Plug to the Thermometer Socket

Notes

1)    To ensure correct operation of the GST thermometer, it must 
always be interconnected with the signal processor before 
switching on the power supply.

2)    The thermometer outputs may change slightly during the first 
few minutes of use, whilst internal temperatures stabilise. It is 
recommended that readings are not regarded as exact until a 
period of 10 minutes has elapsed from start-up.

3)   To prolong motor life, it is recommended that the thermometer 
be used in continuous mode as much as possible. Avoid frequent 
‘start-stop’ usage.

Locking Sleeve

Red Markers

KeywayLugs

Fig. 5  Connection Schedule for 8-way Plug and Socket

Processor back plane 
thermometer connection 

terminals

Thermometer 8-pin plug 
(View from solder bucket 
side of 8-way connector)

Green
Yellow
White
Brown
Purple
Screen

Red
Blue
Black

Signal 0V
Signal 1
Signal 2
Signal 3
Signal 4
Screen

V+
V-

Power 0V

1
2
3
4
5
6
7
8
9
10

Not used
5
3
4
6
2
Screen
1
8
7

NOTE

The screen is connected to the connector shell at the thermometer end of 
the cable and pin 7 of the processor connector.
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5	 Maintenance
GST thermometer maintenance consists mainly of ensuring that the front lens 
remains clean and free from contamination.

If the lens becomes dirty, it is recommended that a soft, lint-free cloth and a 
suitable lens cleaning fluid is used to clean any contamination from the lens 
surface.

Should it be found that the lens becomes repeatedly dirty, it may be 
necessary to utilise an air purge accessory which can be supplied by AMETEK 
Land.

Contact AMETEK Land for more information regarding available accessories.

If the thermometer is used in conjunction with a protective cooling jacket, 
ensure that there is an adequate supply of coolant. The recommended flow 
rate for coolant is 1 litre per minute (1l/min or 0.035cuft/min).

If the thermometer is to be used in conjunction with an air purge accessory, 
ensure that there is an adequate supply of clean, dry air. The recommended 
flow rate for purge air is 1 litre per second (1l/sec or 2cuft/min).

Caution

‘Over-cooling’ of the thermometer may cause a build-up of 
condensation on or inside the instrument. To prevent this, 
ensure that the water supply temperature is not lower than the 
local dewpoint temperature.
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6	 Accessories
The following section gives information about the range of mountings and 
accessories available for use with GST thermometer systems. Further 
information is contained within the GST Mountings and Accessories 
Installation Guide.

If the thermometer is to be used in an environment where the ambient 
temperature is higher than that specified, or where the atmosphere contains 
a high proportion of dust/smoke/steam etc, then the thermometer must be 
housed in a Protective Jacket Assembly.

All system mountings and accessories are available from AMETEK Land. 

	 6.1	 Protective Jacket Assembly
This assembly fully protects the thermometer and thermometer connections 
from the effects encountered when installed within an hostile environment.

	 6.1.1 S4J Protective Jacket (Part No: 091.560)
The S4J Protective Jacket provides an effective air or water cooling facility 
for the GST thermometer. It ensures that the thermometer is protected from 
the excessive environmental conditions encountered during the aluminium 
pressing process.

	 6.1.2 S4P Air Purge Assembly (Part No: 091.561)
The S4P Air Purge Assembly provides a stream of clean, dry air to the lens of 
the GST thermometer, ensuring that the lens is kept free from condensation, 
dirt and any other contaminants which may otherwise settle onto and soil the 
lens surface.

	 6.1.3 S4CA End Cap Assembly for AET/AQT (Part No: 092.699)
The S4CA End Cap Assembly ensures environmental protection for the 
electrical connections to the GST thermometer. Connections are made to the 
terminal strip inside the End Cap cover. Camlock fasteners ensure that the 
End Cap is securely fastened to the protective jacket.
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6.2	 Mounting Plate O/N/M (Part No: 095.091)
The O/N/M Mounting Plate is recommended to support the Protective Jacket 
Assembly for installation beneath bridges, walkways etc. It provides a fixed 
alignment with no adjustment.

6.3	 Adjustable Mounting Plate O/N/AF (Part No: 095.168)
The O/N/AF Adjustable Mounting Plate is recommended for installations where 
O/N/M does not provide sufficient alignment adjustment.

6.4	 S4 LB Large Ball Mounting (Part No: 030.566)
The S4 LB Large Ball Mounting allows accurate alignment of a GST 
thermometer, when used in conjunction with the protective jacket assembly.

6.5	 S4 MA Mounting Adapter Plate (Part No: 029.264)
The S4 MA Mounting Adapter Plate is utilised when the GST thermometer is 
used in conjunction with the protective jacket assembly and the Large Ball 
Mounting. It allows the M12 ball swivel to connect with the Jacket mounting 
holes.

6.6	 GST Surface Reference Probe Part No: 092.413 (3.5m version) / 			
	 092.414 (2m version)

The GST Surface Reference Probe is utilised when optimisation of the system 
is required. It allows readings to be obtained, which can be compared to 
indicated temperature readings of the LMG GS processor, to optimise the 
processor algorithm coefficients.

Fig. 6  GST Surface Reference Probe            
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7	 GST System Optimisation

7.1	 Optimisation - General Introduction
The GST system utilises an emissivity compensation algorithm, embedded 
within the LMG GS Processor software, to calculate surface temperature 
and emissivity values from the two signal outputs provided by the GST 
Thermometer head.

As supplied, the LMG GS processor software contains nominal values for 
the two calculation coefficients, H4 and H5, which should give reasonably 
accurate performance on any galvanneal strip.

Once installed, it is possible to further improve the accuracy of each individual 
system at it’s own location, by finding improved values for H4 and H5. This is 
done by making a comparison, obtained either manually or computer aided, 
with brief measurements from a GST surface reference probe

7.2	 Surface Reference Probe - Introduction 
The Surface Reference Probe has been specifically designed to allow short 
duration, intermittent contacts between a gold cup surface thermometer and 
the galvanneal steel strip, in order to optimise or verify the readings from the 
GST thermometer and the LMG GS Processor.

The head of the Surface Reference Probe features four alloy wheels, 
supported by ball bearings, which 'ride' along the surface of the moving strip. 
This ensures that the gold hemisphere maintains close proximity to the strip 
(nominally 0.5mm).

Radiation trapped within the gold hemisphere is transported through a fibre 
optic, contained within a support tube, to the Land GST Thermometer head.

The fibre optic assembly is specifically calibrated for this application, at 
500°C/932°F, thus maintaining an accuracy within +1°C/33.8°F, against black 
body targets over the range 400 to 600°C/752 to 1112°F.

The gold hemisphere, when very near to any surface, provides an 
enhancement of the emissivity so that a very close approximation to the 
true surface temperature is obtained without the necessity for any emissivity 
compensation.

The 4-20mA output from the GST Thermometer may be interpreted by an S4 
I/O card, within the same LMG GS processor unit.
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7.3	 Surface Reference Probe - Method of Operation
The surface reference probe should be well supported and pressed lightly onto 
the moving strip (see Fig. 7). It is important to ensure the following:

•	 The support tube should be perpendicular to the strip surface.
•	 The wheels should run smoothly on the strip surface, leaving minimal 

surface marking.
•	 Where possible, the readings should be taken in the few seconds before 

and after a weld line in the continuous strip.
• 	 Contact between the probe head and the strip should last for no longer 

than a few seconds to avoid overheating of the sealed wheel bearings or 
the optical components.

Note

Upon contact of the probe head with the strip, the indication on the 
processor will be seen to rise over about 1 second and then achieve 
a ‘plateau’ level. This may sometimes show a small fluctuation of 2 
or 3°C, due to the strip bending along its length, causing additional 
radiation leakage from the gold hemisphere. When such small 
fluctuations are encountered, the peak value should be taken as the 
true strip temperature.

Ensure that the contact with the strip is at a point close to, but not 
intruding upon, the thermometer’s target area.

Caution

The probe assembly is conductive and must not be allowed to 
come into contact with any live conductors within the furnace 
sections.
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7.4	 GST Optimisation Methods - Introduction
A unique feature of the GST thermometer is the ability to optimise each unit.

This should improve the measurement accuracy at each location and should 
be performed for a representative sample of the products that are produced.

This procedure results in improved values for the two temperature calculation 
parameters, H4 and H5, embedded within the processing algorithm used by 
the LMG GS signal processor.

This may be performed manually or by computer assistance using the Land 
APCOS software, as supplied with each LMG GS Processor.

7.5	 GST Manual Optimisation - Method
To optimise the GST Thermometer settings manually, simultaneously compare 
the LMG GS readout with the surface reference probe ‘peak value’ readout.

The H4 and H5 parameters may be modified and adjusted as follows:

Comparison Between GST 
Thermometer and Probe Reading

Remedy for H4 and H5

LMG GS always reads high Increase H5 value *
LMG GS always reads low Decrease H5 value **
LMG GS reads low on bright (low 
emissivity) strips and higher on dull 
(high emissivity) strips

Increase H4 (and increase H5 by 15 
for each 0.01 increase of H4)

LMG GS reads high on bright (low 
emissivity) strips and higher on dull 
(high emissivity) strips

Decrease H4 (and decrease H5 by 15 
for each 0.01 decrease of H4)

* Increasing H5 by ‘15’ will reduce temperature indications by approx. 10°C.

** Reducing H5 by ‘15’ will increase temperature indications by approx. 10°C.

Final expected values of H4 and H5 are:

H4 between 0.90 and 0.95

H5 between 450 and 550
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7.6	 GST Optimisation Utilising APCOS - Method
This is the recommended method for optimising a GST thermometer.

The necessary calculations to obtain improved H4 and H5 values from the 
spot measurements, are performed by the APCOS (Application Processor 
Configuration and Optimisation Software) which is supplied, on CD, with the 
LMG GS processor unit. APCOS is a Windows application and runs under all 
recent Microsoft Windows Operating Systems (98,NT,2000,XP).

The APCOS software contains full instructions for its usage, as well as advice 
on use of the GST Surface Reference Probe, within the ‘HELP’ section.

A hard copy ‘HELP’ document may also be printed directly from the .pdf file, 
which is included on the APCOS CD.

The process requires a 3-wire serial link to be made between the LMG 
GS processor and the PC running the APCOS software. Full details of the 
interconnections are contained within the software in the ‘HELP’ section. It 
may also be printed from the .pdf file incorporated onto the APCOS CD.

The designated PC must be fitted with a serial port, capable of supporting RS 
232C communications at 9600 band on COM 1. It must be running 'Windows 
98' or a later operating system.

It is recommend that the optimisation is performed using a laptop PC sited 
near to the thermometer location, as it is necessary to manually input the 
measured temperatures (°C) from the surface reference probe.

The optimisation process consists of performing a regression on the acquired 
data. APCOS will then offer an improved pair of values for the calculation 
parameters H4 and H5, which may then be downloaded to the LMG GS 
processor from APCOS, via the same serial link.

In this way a large data base is quickly compiled consisting of average 
centreline brightness temperatures (T1 and T2) and measured temperature 
(T) for many strips.

Optimised coefficients H4 and H5 are then calculated in the main computer 
from a linear regression of the relationship:-

		  1/T - 1/T1 = H4 (1/T1 - 1/T2) + C

	 	 where H5 = (C x 106) + 500

where all temperatures are expressed in degrees Kelvin. The conversions to

		  Kelvins are:- deg K = deg C + 273.2



PRODUCT  WARRANTY
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36 MONTHS WARRANTY
Building upon the reputation for reliability and longevity that System 4 and UNO thermometers 
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• SPOT thermometers, accessories and mountings and special instruments based on SPOT.
• System 4 thermometers, processors, accessories and mountings and special instruments 

based on System 4.
• UNO thermometers, accessories and mountings and special instruments based on UNO.
• Application-dedicated processors based on LANDMARK® Graphic.
• ABTS/S and ABTS/U
• FTS
• VDT/S and VDT/U
• DTT
• FLT5/A

This 36 month warranty is provided as standard for all orders for the products listed above received from 
1st May 2002.
We believe that our customers expect us to set the standard in terms of performance, quality, reliability and 
value for money.  This 36 months warranty, as a part of an on-going program of continuous improvement, 
is just one way in which Land strive to maintain our position as the temperature measurement partner of 
choice.

24 MONTHS WARRANTY
The following Land Instruments International products are provided with a 24 months warranty:

• ARC
• FTI-E

• NIR

12 MONTHS WARRANTY
All Land Instruments International products not provided with either a 36 month or 24 month warranty (see 
lists above), are provided with a 12 months warranty.



PRODUCT  WARRANTY
EXCLUSIONS FROM WARRANTY

It should be noted that costs associated with calibration checks which may be requested during the warranty 
period are not covered within the warranty.
Land reserve the right to charge for service/calibration checks undertaken during the warranty period if the 
cause is deemed to fall outside the terms of the warranty.
This Land manufacturer’s warranty does not cover product malfunction arising from:-
• incorrect electrical wiring.
• connection to electrical power sources outside the rating of the product.
• physical shock (being dropped, etc.) and impact damage.
• inappropriate routing, support, physical shock & strain protection, etc. of the lightguide (Fibroptic

thermometers only).
• environmental conditions exceeding the IP / NEMA rating of the product.
• environmental conditions outside the Ambient Temperature, Humidity and Vibration rating of the product.
• environmental contamination (solvent vapours, deposition of airborne contamination, cooling liquids of

non-neutral pH, etc.).
• overheating as a result of interruption of water/air fl ow through cooling jackets or of incorrect installation.
• inappropriate modifi cation of product (drilling holes in thermometer bodies, etc.).
• inappropriate recalibration which results in product calibration being taken outside specifi cation.
• improper resealing of thermometer following parameter adjustment (UNO, FLT5/A, etc.).
• attempted repair by a non-Land-authorised repair centre.
Land Instruments International Ltd  •  Dronfield S18 1DJ  •  England  •  Tel: +44 (0) 1246 417691 •  Fax: +44 (0) 1246 410585   
Email: land.enquiry@ametek.com  •  www.landinst.com
AMETEK Land,  Inc .   •   150 Freepor t  Rd.   •   P i t t sburgh,  PA 15238  •   U.S.A.   •   Te l :  +1 (412)  826 4444   
Email: irsales@ametek.com  •  www.ametek-land.com
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